A laboratory evaluation of a new hydraulic incontinence device.
A new hydraulic incontinence device is described. The device is physiologic because it can be deflated to allow resistance-free voiding and it is designed to respond instantaneously to fluctuations in intra-abdominal pressure, irrespective of whether the bulb is placed at the level of the bulbous urethra or the bladder neck. The device is simple, consisting only of a urethral cuff, an abdominal reservoir and 1 pump containing a single valve.